Neodymium: YAG transscleral cyclocoagulation: a clinical study.
Thirty-seven eyes of 35 patients with uncontrolled glaucoma on maximum medication and after previous failed glaucoma surgery, were treated by transscleral cyclocoagulation using the free running mode of the Lasag Microrupter II Neodymium: YAG (Nd:YAG) laser. The indications, technique and results are discussed in this group of complicated glaucomatous eyes and suggests that Nd:YAG laser cyclocoagulation is a safe and effective method of lowering the intraocular pressure (IOP) and improving glaucoma control. The mean pre-treatment IOP was 41 mmHg, and the mean post-operative IOP was 22.5 mmHg. The post-operative IOP was 25 mmHg or less in 27 of 37 eyes (73%) after an average follow-up of eight months.